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Introduction to the Montrose Range of Chairs s   
 
What is the Montrose? 
 

These elegantly styled, tastefully crafted chairs provide a comfortable and supportive seating 

system. Available in two different sizes they can be tailored to meet individual requirements in 

terms of seat length, angle and height. 
 

The Montrose is a simple, compact, neat chair that provides comfort to those seated for long 

periods during the day. 

 
The chairs are available in two reclining back style options, the comfortable cushioning of the 

Waterfall back or the supportiveness of the Plain contoured back. Regardless of back style both 

can be manually reclined for a more relaxed, resting position.  

 

In addition, an electric seat raise version is available that assists users to a standing or seated 

position.  
 



 
Introdu ction to the Montrose  
Range    
 
Why is there a need for these type 
of chairs?  
  
The ability of a seated person to function 

efficiently and perform activities depends on 

their ability to adopt the appropriate 

posture. All activity is posture dependent. If 

a person cannot move or has problems 

adjusting their posture, it may be necessary  

to use seating to try to provide externally 

what is limited internally. 

 

The Montrose helps fulfil the need to 

maintain an individual’s seated posture, 

assist with pressure management and help 

with rising from the chair by being able to 

press down firmly on the broad armrests or 

use the electric seat raise version. 

 
Who should consider using the 
Montrose? 
 
Designed for those seated for long periods; 

ambulant users who require excellent 

postural support. The Montrose can be 

used in a variety of different environments 

including care homes and domestic 

environments. 

 
 
 
 
 
 
 
 
 
 
 
 

 
Montrose Product Information   
 
Features 
 

·  Elegant and stylish design 

·  Major and Minor sizes 

·  Waterfall or Plain back styles 

·  Back recline facility 

·  Variable seat height, length and angle 
adjustment 

·  Optional electric seat raise facility 

·  Optional ramped seat module 

·  Wide selection of upholstery fabrics 
 
 
Pressure Relieving Seat Options 
 

·  Intelli-Gel Seat Module 

·  Transflo Gel Seat Module 

·  Reflexion™ Foam Seat Module 
 
Accessories 
 
·  Legrest 
 
 
 
 
 
Questions and Concerns  
 
Should you experience any difficulties or 

have any concerns regarding the initial 

purchase or subsequently adjusting the 

Montrose chair or have any concerns 

regarding its use or operation then 

immediately contact either your Kirton 

representative, distributor or our Customer 

Services Team on Freephone 0800 

212709 or  +44 (0) 1440 705352, they will 

be delighted to help you. 
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Guidelines for Best Practice  

To ensure good practice when considering 

purchasing a Montrose chair and effective 

use post purchase we advise that the 

following guidelines are considered: 

 
1.  Seek advice and input from a qualified 

therapist/professional and/or Kirton 

representative/distributor at the initial 

prescription of the chair. 

 

2.  If unsure when ordering the chair and 

any accessories contact either the 

therapist involved or your Kirton 

representative or distributor or our 

Customer Services Team on 

Freephone 0800 212709 or  

+44 (0) 1440 705352 to discuss 

further. 

 
3.  It is recommended that following 

receipt of the chair all staff members 

that will be supervising the user(s) 

should be trained in adjusting the chair 

to ensure it is adjusted safely and 

correct positioning is maintained for 

the benefit of the user. This is of 

particular importance where the chair 

is to be used by several different 

users. 

 

4.  Users of the Montrose should be 

supervised and checked regularly to 

ensure their most appropriate position 

is maintained in the chair. 
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The User  Instructions  
 
The purpose of the following user 

instructions is to provide a guide on how to 

utilise, adjust and maintain the Montrose 

chair. 

 

These instructions should be read by all 

those involved with the supervision of the 

user and/or the care of the chair before use. 

 

The Montrose must  be adjusted for each 

individual using the chair to ensure safe 

and comfortable use. 

 
 
 
Setting Up and Adjusting the 
Montrose  
 
It is recommended that the Montrose is 

adjusted to accommodate each user’s 

specific requirements in terms of seat 

length and seat angle adjustment. 

 
Seat Length Adjustment 
 
It is important to set the seat length 

correctly with the user’s pelvis as far back 

in the seat as possible. There should be a 

1” gap between the seat front and the back 

of the user’s calf. Take the thigh length  

measurement from the user and use this as 

a guide to setting the seat length. 
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·  Adjust the seat length when the chair 

is empty. 

·  Slacken the two knobs under the seat 

by turning anti-clockwise until the seat 

moves freely. The seat may stick 

slightly but lifting the seat up should 

release this. 

·  Position the seat according to the seat 

length measurement and re-tighten 

the knobs by turning clockwise. 

·  Check that the new setting meets the 

user’s requirements and re-adjust if 

necessary. 

·  Ensure that the knobs are very tight 

so that the seat is secure. 

 
 
 
Seat Angle and Height Adjustment 
 
It is important to set the seat angle and seat 

height adjustment to meet each individual’s 

requirements. 

 

·  Adjust the seat height and angle 

when the chair is empty. 

·  Using a Phillips screwdriver slacken 

the two screws on the inside of the 

arms under the front of the seat by 

turning anti-clockwise and remove the 

screws until the seat moves freely up 

and down. The seat may stick slightly 

but lifting the seat up should release 

this. 

 

 

·  Position the seat according to the seat 

height/angle required by inserting the 

screw in one of the four holes located on 

either side of the chair. 

·  Care must be taken to ensure both screws 

are positioned at the same height on either 

side. Re-tighten the screws by turning 

clockwise. 

·  Check that the new setting meets the 

user’s requirements and re-adjust if 

necessary. 

·  Ensure that the screws are very tight so 

that the seat is secure. 

 
 
 
 
Montrose Specifications  
 
 
Seat Angles and Heights  
 
 
 
 
 
 
 
 
 
 
 

 

 

                        Seat Angle      Seat Height  

Montrose 
Major 

 

67° 
 

74° 
 

81° 
 

88° 

67° 
 

74° 
 

81° 
 

88° 

Montrose 
Minor 

565mm 
 

525mm 
 

485mm 
 

445mm 

515mm 
 

475mm 
 

435mm 
 

395mm 

Flat Ramped 

535mm 
 

495mm 
 

455mm 
 

415mm 

485mm 
 

445mm 
 

405mm 
 

365mm 
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Legrest (optional) 
 
The option of a cushioned legrest simply 

adds to the comfort and relaxation the 

Montrose chairs provide. 

 
 
 

 
 

 

 

 

Do not stand or place undue weight on 

the legrest. 

 
 
 

 
Reclining Back  

 

The Montrose back can be angled to 

provide correct positioning for different 

activities, eg. raised for meals or 

recreational activities and reclined for 

relaxation. 

 

·  Make sure there is enough space 

behind the chair to recline it. 

 

·  Keep hands away from moving parts 

when adjusting the back. 

 

·  To alter the angle of the back, place 

one hand firmly on the top of the 

chair. 

 

·  Slacken the two wing nuts located on 

either side of the lower back by 

turning anti-clockwise until the back 

moves freely. 

 

·  Once the desired angle is achieved 

re-tighten both wing nuts to secure 

the position. 

 

·  Adjust the back angle when the chair 

is unoccupied. 

 

�

 

 
Seat Width 

Seat Length 

Back Recline 

Back Height  

Arm Height 

Overall Width 

Overall Length 

Overall Height 

Overall Arm  
Height 
 

 

470mm 

 
470mm 

380-500mm 

5º - 32º 

780mm 

240mm 

680mm 

950mm 

1190mm 

680mm 

Dimensions  
(mm) 

Montrose  
Major  

Montrose  
Minor  

 
420mm 

330-450mm 

5º - 32º 

730mm 

240mm 

630mm 

900mm 

1090mm 

630mm 



 
Electric Seat Raise Operation 
(optional)  
 
Enhanced functionality has been 

incorporated into the Montrose range with 

an optional electric seat raise facility 

enabling the user to be helped to a standing 

position at the simple touch of a button. 

 

·  Up 

·  Down 

 

 

Electric Hand Controller Buttons 
 
 
 
 

 

 

 
 
 
 
Hand Controller for Electric Seat Raise 

facility. 

 
 

 

 
Care and Maintenance  
 
Fabric Care: 
 

Brookland Vinyl – Cleaning 
Instructions  
 

·  Clean with a damp soapy cloth and rinse 

well with clean water.  A soft brush can 

be used for heavy soiling. 

·  Do not use solvents, bleaches, abrasives, 

synthetic detergents, wax polishes or 

aerosol sprays. 

 
 
Panvelle Stretch – Cleaning 
Instructions 
 
·  Clean with a damp soapy cloth and rinse 

well with clean water.  A soft brush can 

be used for heavy soiling. 

·  Do not use solvents, bleaches, abrasives, 

synthetic detergents, wax polishes or 

aerosol sprays. 
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Potential Risks, Cautions & 
Warnings 
 

·  The user is at risk if the Montrose is not 

properly specified and adjusted to their 

particular requirements. 

·  Never  leave anyone with poor postural 

sitting ability in a fully upright position as 

they may tip forwards and out of the chair 

·  Do not sit on the arms as this can cause 

damage to the covering and could make the 

stability of the chair unsafe. 

·  Users should be regularly  checked and 

supervised when in the chair to mitigate the 

user moving or sliding into an inappropriate 

position. 

·  Care should be taken when adjusting the 

chair not to trap fingers or clothing in the 

framework. 

·  Regularly check the tightness of the 

reclining back wing nuts to ensure they are 

secure. 

 
 
 
 
 
 

 
 
 

            
 

 
 
 
 
 
 
 

 
 
  

Helpline  
 
Should you have any concerns either pre or 

post purchase of the chair contact  

our Customer Services Team on Freephone 

0800 212709 or from outside the UK +44 (0) 

1440 705352 to discuss further.  Alternatively, 

if you purchased your chair from a Kirton 

distributor in the first instance please contact 

your point of reference there. 

 

If your call concerns a specific seating product 

or item of furniture please have ready your 

sales order number before you telephone.  

This can be located on the base of each chair 

and helps us identify your details and deal with 

your enquiry efficiently. 
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23 Rookwood Way   
Haverhill   

Suffolk   
CB9 8PB 
England 

Telephone: +44 (0)1440 705352    
Fax:  +44 (0)1440 706521 
Freephone: 0800 212709 

 
Email: info@kirtonhealthcare.co.uk 

                   www.kirton-healthcare.co.uk  


